
1. Instrument lnformation1 

Ratemeter: Make/Mode!: 
Detector 1: Make/Model: 
Bicron MicroRem Meter: 

2. Check Source Information: 

Instrument Field Response Check log 

' Lvl!v,..._»tff-lJ- Serial No. cJ06()'ff 
{;vl/Ciw.. i../'&io serial No. ~IQ.6.'12 

Serial No.--~--

Cat Due Date: -

Cal. Due Date: ~--

Source !Isotope: 77\~).l..Serial No.: fl ( Activity:<:.t>, I units:,vC.: 
Acceptance Range uRem/hr +20% -~- uRem/hr -20% p--

Assay Date:l;("§/l'o 
net cpm + 20 c 5] ?tf'l net cpm -20% 3>16£ 

Source 21sotope: ($,{57 Serial No.; l['f£;..3 ..-( 2- Activity: 0.0,2. unitsp&' Assay Date: A/A: 
.,,:r.,nn<:.,Acceptance Range uRem/hr+20%___ uRem/hr -20% __ net cpm + 20% /$.;2..73 net cpm -20% 8f(&f 

3. checks: 
Title: -=tz~c=--r:____ __ Date: /0ft)ff5 Time: /DD.)' 

' 1 

4. Site or location: Site/Job: A-.,.1!,.. J. ?- Location Description: ___ __:.£....:"":.:.:""'~"""::.:_ ______ ~ 
GPS Coordinates (when required): X-Coord: tJ A Y-Coord:~~-.L..:;J:;..;,A-:....___~~ 

Instrument Field Response2 Use Acceptance Criteria Remarks 

Rev 110/18/15 

Meter Skg Bkg Counts 
Cnt (cpm) or 

Source 
Cnt 

Time 

Source Response 
(gross cpm or 

uRem/hr) 

+/- 20% 
source 

lnst. 

Cali b. 
current 

Battery 
Check 
(Y/N) 

Time 
Of 

check 

Ambient 
Temp. 

Initials and Comments 
(add'llnfo: lnst. Condition, etc.) 

Time uRem/hr) (''F} 
{Y/N) 

1. Instrument designated check source Is listed on calibration sticker. Record check source response (net cpm} prior to field deployment for all check sources being used. 
2. Source and Background count rate should be determined from the average of three statir; counts at the same location. Repeat counts should be within 20%. If count rate diverges 

significantly, perform additional counts to evaluate instrument stability 



I -
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Instrument Field Response Check log 

1. Instrument lnformation1 

Ratemeter: Make/Model: ~ICgotJ ~tL1KII ~/A Serial No. /L~) '/ t.J... 
Detector 1: Make/Model: 7tVn"'/Z././A t.. Serial No. ....v'l,A 

Cal. Due Date: ~ l:;r 
Detector 2: Make/Modet: serial No. ____ _ 

2. Check Source Information: 
Source llsotope:/h ~ 11... Serial No.: II Co Activity:~ units:~ 
Instrument Response Acceptance Range (source cpm · bkg +/~20%}: 

Assay Date: 4/.-r .. )t <::;> 

net cpm + 20% net cpm ~20% ___ _ 

Source 2 Isotope: Serial No.: Activity: ___ units: __ Assay Date: __ _ 
Instrument Response Acceptance Range {source cpm- bkg +/-20%}: net cpm + 20% ___ ~ net cpm -20% ___ _ 

3. Technh::ian[Worker Performing Checks: 
Name: S<'ff}v€' Ku:Y~P1A,_,; Title:~-~---

4. Site or location: Site/Job: .3 , "2.... 
-~--~----------~-----J J u () I I( 

GPS Coordinates (when required): X-Coord: N Lz. ·z.t >P.i 

Date:~Time: O?S:7 
location Oescription:___~fi~e.u,e:::.t.J&:...I\)_ ________ _ 
~ t ~ 

Y-Coord:U) chll' '{o' ;21. z. 
--~-- -""-,..- .. _........,...... ____ r~~-~-· 

····-----·~ ..... -.... 

Instrument Field Response2 ; Use Acceptance Criteria Remarks ., 

Det. BKg 6kg Source Source +1- 20% of In st. Battery \ Time ! Ambient ~~ Initials and Comments ---------: 
No. Cnt ( a.vg-ef-3) Cnt Response source Net Calib. Check 1 Of I T~~P- ',j 

(add' I Info: temperature, lnst Condition, 

(1/2) Time .il: Time (qlOJ • hk!f} cpm ii current (Y/N) check etc.) 

. ..AA. I If /2. (Y/N) (Y/N} ',.. '"I"'"' ,. 
--- ., . ··-· . ·- --- .. --··· ··--···-

< LJ.J..IZIII!rz y y IJ751 '-/%. z.. 5Jl. 
' 

-

! 

1. Instrument destgnated check source IS listed on cahbrat1on st1cker. Record check source response (net cpm) pnor to h!ld deployment for all check sources bemg used. 
2. Source and Background count rate should be determined from the average of three static counts at the same location. Repeat counts should be within 20%. lf count 

rate diverges s!gnlflcantly, perform additional counts to evaluate instrument stability 

. ···--

l 
l 

i 
f 



Instrument Field Response Check Log 

1. Instrument lnformatlon1 

Ratem eter: Make/Mode!: L U /)Ll! t0 ;) ? 'f f. ) 
Detector 1: Make/Model: LLJJ)LIJM I{ v~ I Q 
Detector 2: Make/Model: 

2. Check Source Information: 

Serial No. }(/?.,I 31 
Serial No. Pt-U/1 J:) 
Serial No. ____ _ 

Source 1 Isotope: fA Z 1 2.... Serial No.: I I lp Activity: ~ units: ...v- cA.. 

Ca!. Due Date: 3}~ I rp 

Assay Date: 12-{ Jt:~ /1 ° 
Instrument Response Acceptance Range (source cpm- bkg +/-20%): net cpm + 20% net cpm -20% __ _ 

Source 2 Isotope: {s lJ l serial No.: R 7!! I? ·- 't' t' Activity: •. 0 Z 
Instrument Response Acceptance Range {source cpm- bkg +/-20%): 

3. Technician/Worker Performing Checks: 
Name: ) «~ J::uJSMW Title: ______ _ 

4. Site or Location: Site/Job:_'3;:::_'..::'2-::.:._._ ________ _ 

units:~- Assay Date: Ho 
net cpm + 20% __ _ net cpm -20% __ _ 

Date: 1!2}_1 G/rS"' Time: 1 o o 0 
Location Description:_-'-fiq~t;M...~.....:..---------

GPS Coordinates {when required): X-Coord: ________ _ Y-Coord: ________ _ 

---------------------·--------------,----------------- -------------·----' ----------------------,,--------------- -----· 

Instrument Field Response2 l Use Acceptance Criteria 
1 

Remarks I 
!nst I Time Ambient Source 

Cnt 
Time 

Source 8 +/- 20% of ' Initials and Comments 
No. Response ~ source Net :l. (add'llnfo: temperature, lnst Condition, J 

Battery Bkg I 
(avg of 3) 

(cpm) 

-e-et: BKg 

Cnt Cali b. Check i Of Temp. 

1

: (1 I 2) Time (cpm- bkg} !I cpm :, ~ etc.) _ _ _ 1

1
: 

Net cpm 'I (Y/N) -------- ------ ------------------ ~.=#=-~~~=~=$===9====¥-<=======""""=====9 

current (Y/N) 
I 

check (F) 

(Y/N) 
····-· -···- .... -·-··-··--·-. 

~~~ft,z~3~·~~/~~~~M~r~f~2~o--~~/m~·'~AJ~.,-+I~g,o~)~,~-----+~--+-~~-~--~~~~f~5~·~----------------y y ir. 2..-f'ODO 

y y I iJD(" 1{8'. z.. 

1---------t----~----'--·----1-------+-------llo---·~ -1----·~- -----!---------+----- .... i- -------- -----------1 

I lli 

1. Instrument designated check source 1s listed on calibration sticker. Record check source response {net cpm) pnor to f1eld deployment for all check sources bemg used. 
2. Source and Background count rate should be determined from the average of three static counts at the sa me location. Repeat counts should be with! n 20%. If count 

rate diverges significantly, perform additional counts to evaluate instrument stability 



I 

Instrument Field Response Check Log 

1. Instrument lnformatlon1 

Ratemeter: Make/Model: ~\Y:ot-l t'VI. tc,w ~{AI\, 
Detector 1: Make/Model: k&(rc.."WA L 
Detector 2: Make/Mode!: 

2. Check Source Inform 

Serial No. A 'l ?-l( lA 

Serial No. -.-L0'A""'--
Serial No.-----

Source 11sotope: · J. 1- Serial No.: I J (p Activity: ~ units:~ 

Cal. Due Date: f{-r//1::? 

Assay Date: 12 /:., »/r o 
Instrument Response Acceptance Range {source cpm bkg +/-20%}: net cpm + 20% net cpm -20% ___ _ 

Source 21sotope: Serial No.: Activity: ___ units: __ Assay Date: __ _ 
Instrument Response Acceptance Range (source cpm - bkg +/-20%): net cpm + 20%. ___ _ net cpm -20% ___ _ 

3. Technician/Worker Performing Checks: 

Name:J::-1lf ve /{:..r !(.f /ly1 rJ Title:-----
4. Site or Location: Site/Job:_-'-)_,_2... _________ _ 

Date: {ulu,,[,-f'Time: fifD l> 

Location Description:_,h:...~w.:..::~""-"'-----------
GPS Coordinates (when required}: X-Coord: 

Instrument Fi~ld-R~sp~nse 2 ____ 
···- -- - ~.-... .. -- ·-"""··-·-- -! Use Acceptance Criteria Remarks 

~-· Det. BKg Bkg Source Source +/- 20% of !nst. Battery Ambient 

I 
Initials and Comments i 

No. Cnt (~) Cnt Response source Net Cali b. Check Of Temp. (add'! Info: temperature, inst. Condition, l 
(1/2) Time {~ Time ( r.pm-b'Kg/ cpm current (Y/N} I check {F) etc.) l 

J 
j ! 

,o,-J<iHr" ~ (V/N) (Y/N) ' i 
.. ~·-····' ·- --· ····-·· ... _ ·f· ~ 

I~ 1'1 u, ' y y /'i,OD 5"J.G:> ·-I 

t--- -

- t= 
: 

: 

1. Instrument des1gnated check source IS l1sted on calibration st1cker. Record check source response {net cpm) pnor to field deployment for all check sources bmng used. 
2. Source and Background count rate should be determined from the average of three static counts at the same location. Repeat counts should be within 20%. If count 

rate diverges significantly, perform additional counts to evaluate instrument stability 



Instrument Field Response Check Log 

1. Instrument lnformat/on
1 

Ratemeter: Make/Model: LuOw,vt 11Ji'l-- 2--
Detector 1: Make/Model: LvfJLutifL >1'1-1 <:> 

Detector 2: Make/Model: 
2. Check Source Information: 

Serial No.;t (... 2---l31 
Serial No. //L (II I 'J. I 
Serial No. ____ _ 

Cal. Due Date: ~ v 

Source 1 Isotope: IoJ? 'L Serial No.: tl ~ Activity:~ units:~ Assay Date:~~"' 
Instrument Response Acceptance Range (source cpm- bkg +/-20%): net cpm + net cpm -20% __ _ 

Source 21sotope: G:J..l] __ Serial No.:f1 f(J ~ 'f.f Activity: ~ 0 1... units~~· Assay Date: ili.JL_o 
Instrument Response Acceptance Range {source cpm- bkg +/-20%): net cpm + 20% __ _ net cpm -20% __ _ 

3. Teclmlcian/Worker Performing Checks~ 
Name: S1f?Jit' l{y.IJtA!rt./ Title:------

4. Site or Location: Site/Job:_'l.;.....:._. 7--'-----------~ 
Date: ~ts"' Time:.!...I..:_Y_ro_~
location 

GPS Coordinates {when required}: X-Coord: ______ _ 

--,-- --- ~ ....... _______ .. -"·-·""""--·- -- ·-·-- ·-r·-
fh.;lcf Instrument Field Response' v(';;:5""> Use Acceptance Criteria t1 Remarks 

~- BKg Bkg Source Source +!- 20% of l1 lnst. Battery I Time J Ambient li1 Initials and Comments 
No. Cnt (avg of 3) Cnt Response source Net t: Calib. Check Of Temp. (t~dd'llnfo: temperature, inst. Condition, 

(1 I 2) Time (cpm) Time ~~: cpm I c~:;;l' (Y/N) check I (F} etc.) 

>Th.t>'I I;;;;_ ·- - ·--- ·~- ~!"' (''/N) .... ' ·-- .. ........... ~ 

I f..v?_ 1 I fYHt-i f1£J) y y It; I o s;-;~ '-" 5t 
I 
('1.; 1"?1 /ttl rJ.) 'l '- Z I I 1'11t/ll ill r.. I y y [iff{ .{o SIL 

;:• -· 

' 

-

1. Instrument designated check source IS l1sted on cahbratlon sticker. Record check source response {net cpm) prior to fu~ld deployment for all check sources bemg used. 
1. Source and Background count rate should be determined from the average of three static counts at the same location. Repeat counts should be wlthln 20%.1f count 

rate diverges significantly, perform additional counts to evaluate instrument stability 

! 

--



Instrument Field Response Check Log 

1. Instrument tnformation 1 

Ratemeter: Make/Model: )_.uOJ. u;tA.. "J-?'{1--2... 
Detector 1: Make/Model: L u !h VIII\.. tfl(.-1 o 
Detector 2: Make/Model: 

2.. Check Source Information: 

Serial No. 2<.,·2.,] 3 J 
Serial No.{R.. WI Z"' 
Serial No. ____ _ 

Cal. Due Date: q( z..{ /1.-~" 

Source 1 Isotope; 1].1 Z?'Z Serial No.: )fl.:> Activity: !:!2:_L units:~ 
Instrument Response Acceptance Range (source cpm bkg +/-20%}: 

Assay Date: I ~I rvlf 0 

net cpm + 2~ net cpm -20% __ _ 

Source 2 Isotope: L 5 (;l7 Serial No.: fl tfll·- 'fR Activity: • 0 2... units~ Assay Date: 1/1-c.h D 

Instrument Response Acceptance Range (source cpm · bkg +/-20%): net cpm + 20% __ _ net cpm -20% __ _ 

3. Techni~ian{Worker Performing Checks: 
Name: .5%Vlf' KIJV5/-'I/I,.._.I Date: I ob (., ./1{ Time: It;; f ')' Title: 

4. Site or location: Site/Job:. __ ~--------- Location Description:_~-----------
GPS Coordinates (when required}: X-Cootd: _________ Y-Coord: ________ _ 

.d7et: 8Kg Bkg Source 
No. Cnt {avg of 3) Cnt 

(1/2) Time (cpm) Time 

c;e.r:r.;-------. -·
;, 'T~ 

Source 

Response 
{~g) 

N.~ 

+I- 20% of ' 
source Net 

cpm 
{Y/N) 

Use Acceptance Criteria 

lnst. Battery I Time ,

1 

Calib. Check Of 
current (Y/N) check 

(Y/N) 

y y 1'5";) 

Ambient 
Temp. 

{F) 

Remarks 

Initials and Comments 
(add'! Info: temperature, inst. Condition, 

etc.) 

~----~----1-------~----;--------~j---------~------~-----l------4------ir-------------------------~ 

1. Instrument desrgnated check source rs Us ted on cahbratton sticker. Record check source response {net cpm) pnor to f1eld deployment for all check sources being used. 
2. Source and Background cocmt rate should be determined from the average of three static counts at the same location. Repeat counts should be within 20%.1f count 

rate diverges significantly, perform additional counts to evaluate Instrument stabU\ty 



I 
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Instrument Field Response Check Log 

1. Instrument lnformatlon
1 

Ratemeter: Make/Modei:{3J! ,i::ctJ fiJi (£6 f<.fhl\ 
Detector 1: Make/Model: .JA/&Wk<.,. 

Serial No. nt.-~£r Li 
Serial No. ____ _ 

CaL Due Date: fklk \-:! 

Detector 2: Make/Model: Serial No. ____ _ 
2. Check Source Information: 

Source llsotope:·"tl 112,. Serial No.: // k' Activity: .&0./ units:.~ Assay Date: I z.{tb /t" 
Instrument Response Acceptance Range {source cpm bkg +/-20%): net cpm + 20% net cpm -20%_~-~ 

Source 2 Isotope: Serial No.: Activity: ___ units: __ Assay Date: __ _ 
Instrument Response Acceptance Range (source cpm- bkg +/·20%): net cpm + 20% ___ _ net cpm -20% ___ _ 

3. Technician/Worker Performing Checks: 
Date: 1 oh ~::/o Time: 1.'5:/) Name: SJ£:.1:' /(IP)I"\A/\.1 Title: _____ _ 

4. Site or location: Site/Job:-.....:'3::::...:.."'.,:,'2-==--------- Location Description:--I.6tf<-LJJ'--'t1L....l _________ _ 

GPS Coordinates (when required): X~Coord: ________ _ Y-Coord:_......,:._ ______ _ 

Instrument Field Response2 Use Acceptance Criteria Remarks 

Det. BKg Bkg Source Source 

1 
+/- ZO%of lnst. Battery : Time 1 Ambient !nltlals and Comments 

No. Cnt (~ Cnt Response source Net Cali b. Check Of Temp. (add'llnfa: temperature, inst. Condition, 

(1/2) Time (eRR""} Time ll (!;'p'+l bkg) cpm current (Y/N) check (F) 
~-

etc.) 

AkJiltfr ..... ~k ~/,..- Ill~ t Cjlt:ll (Y/N) {Y/N} 
. ~·· . .. •.... " 

.. "" --

I l'? y v I~ f'{ s&, 3 · 

' 
' i 

1 

' ' 

1. Instrument designated check source 1s listed on cahbratlon sticker. Record check source response (net cpm) prior to field deployment for all check sources bemg used. 
2.. Source and Background count rate should be determined from the average of three static counts at the same location. Repeat counts should be within 20%. If count 

rate diverges significantly, perform additional counts to evaluate instrument stability 

j 
I 
I 
i 
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~j:Vv T~L SER'~E.S 

Instrument Field Response Check Log 

1. Instrument lnformation1 

Ratemeter: Make/Model: J_vOLUM. 'J) Lf f. '2--
Detector 1: Make/Model: Lvt)Lv,tA. 'iY·fD 
Bicron MlcroRem Meter: 

2. Check Source Information: 

Serial No. '){pJ[ "J'l 
Serial No. liS:! 11 t z.. I 
Serial No. (121...'1 Vl 

Source 1 Isotope: iJ1z. J '2-- Serial No.: if fe Activity: units:~ 
~<P<:nnn""' Acceptance Range (+/-20%): uRem/hr +20% ~~~ uRem/hr -20% 

Cal. Due Date: q{z./ f (,p 

Cal. Due Date: ~LV f to. 

Source 21sotope: (s /1] Serial No.: 8"'1 E !1- Iff Activity: 0 'Z- units~ Assay Date: Mo 
~<"'<:nl'\nc:l> Acceptance Range uRem/hr +20% ~-~ uRem/hr ·20% net cpm + 20% __ _ 

3. Technician/Worker Performing Checks: 
Name: '$5J€V€' /(-,::,V.5/Yl.Atvi Title:---~~--

net cpm -20% __ _ 

net cpm -20% -~~ 

4. Site or Location: Site/Job:_'J-=-:.·-=2-;;__ ________ ~ 
GPS Coordinates {when required): X-Coord: 7'8' &, 7 1..../J 7 o 

Location Description:_.{a-.4·~£,:..~:..,1!/\~-~----~--
Y·Coord: '-/ 2 , j8Vl 0~ 

Instrument Field Response2 
Use Acceptance Criteria Remarks 

Rev 110/18/15 

Meter Bkg Bkg Counts Source Source Response +I· 20% 
Cnt (cpm) or Cnt {gross cpm or source 

In st. Battery 
Cali b. Check 

Time 
Of 

Ambient 
Temp. 

Initials and Comments 
(add'l info: inst. Condition, etc.) 

Time uRem/hr) Trme uRem/hr} gross cpm current (Y/N) check ("F) 
or uRem/hr (Y/N) 

(Y/N) 

1. Instrument designated check source is listed on caHbration sticker. Record check source response (net cpm} prior to field deployment for all check sources being used. 
2. Source and Background count rate should be determined from the average of three static counts at the same location. Repeat counts should be within 20%. If count rate"'"" ... "'"' 

significantly, perform additional counts to evaluate Instrument stability 
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Rev 110/18/15 
Instrument Field Response Check log 

1. Instrument lnformation
1 

Ratemeter: Make/Model: 
Detector 1: Make/Model: 
Bicron MicroRem Meter: 

2. Check Source Information: 

Serial No.----
Serial No.----
Serial No.-----

Source llsotope: Serial No.: Activity: ___ units: __ 

Response Acceptance Range {+/-20%): uRem/hr +20% ___ uRem/hr -20% __ _ 

Cal. Due Date: __ _ 

Cal. Due Date: __ _ 

Assay Date: __ _ 

net cpm + 20%~---

Source 21sotope: Serial No.: Activity: units: __ Assay Date: __ _ 
Response Acceptance Range {+/-20%): uRem/hr +20% ___ uRem/hr -20% ___ net cpm + 20%. ___ _ 

net cpm -20% ___ _ 

net cpm -20% -~--

3. Technician/Worker Performing Checks: 
Name: _______ _ Title: ______ _ Date: ~Time: ___ _ 

4. Site or Location: Site/Job: ____________ _ location Description: _____________ _ 

GPS Coordinates (when required): X-Coord: ________ _ Y-Coord: ________ _ 

l Instrument Field Response2 Use Acceptance Criteria Remarks 

Meter Bkg Bkg Counts Source Source Response +I· 20% !nst. Battery Time Ambient Initials and Comments 

Cnt (cpm) or Cnt (gross cpm or source Cali b. Check Of Temp. (add'llnfo: inst. Condition, etc.) 

Time uRem/hr) Tlme uRem/hr) gross cpm current {Y/N) check ("F) 
or uRem/hr (Y/N) 

(V/N) 

Rate meter I lVI ( ;./ t'fS1 (J'~ I (j,, rJ I 1 5 I l dv.. y y J{L{o :5t.c, 1]r~Z)L. 
'". 

l 
I 
I 
I 

i 

· Ratemeter 'j IY/1,.) ar<;tf dM J (1111/V IZLf'lLtfM. y y ,~-'({' ('r.. [., (_5) Jl 

I 
I 

Ratemeter 

Ratemeter 

Bicron NA NA 
Bicron NA NA 
Bicron NA NA 
Bicron NA NA 

1. Instrument designated check source is hsted on calibratiOn strcker. Record ched< source response (net cpm) prior to field deployment for all check sources being used. 
2. Source and Background count rate should be determined from the average of three static counts at the same location. Repeat coonts sho.utd be within 20%. if count rate diverges. 

significantly, perform additional counts to evaluate instrument stability 

I 

I 

I 

! 


